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Abstract
Dielectric characterisation of polarisable particles, and prediction of the
forces and torques exerted upon them, relies on the knowledge of the
effective, induced dipole moment. In turn, through the mechanism of
depolarisation, the induced dipole moment of a particle is strongly
dependent upon its shape. Since realistic shapes create modelling
difficulties, the ‘spherical particle’ approximation is often invoked.
However, in many cases, including biological dielectric spectroscopy and
dielectrophoresis, this assumption is a poor one. For example, human
erythrocytes are essentially oblate spheroids with indented sides, while
viruses and bacteria often have elongated cigar shapes. Since
shape-dependent polarisation both strongly influences the accuracy of
conventional dielectric characterisation methods using Maxwell’s mixture
formula and confounds accurate prediction of dielectrophoretic forces and
torques, it is important to develop means to treat non-spherical particles. In
this paper, we demonstrate a means to extract the dipole moment directly
from numerical solutions of the induced electrostatic potential when a
particle is placed in a uniform electric field. The accuracy of the method is
demonstrated for a range of particle shapes: spherical, ellipsoidal, truncated
cylinders and an approximation of an erythrocyte, the red blood cell.
(Some figures in this article are in colour only in the electronic version)
1. Introduction
A wide range of particle characterisation, manipulation and
separation techniques being developed rely on the interaction
of electric fields and the particles. Dielectric or impedance
spectroscopy involves the application of low voltage signals
to suspensions of particles and the measurement of the
response [1–4]. Under a (normally) uniform applied field,
the different materials (comprising the particle and the
suspending fluid) polarise, resulting in induced effective
moments around the particle [5, 6]. Spectroscopy in this case
involves the detection of the additional polarisation due to the
particles. This technique can provide detailed information
about the particle size and the internal and surface properties
[2–4,7–9] and has been used for the characterisation of a
wide range of particle types. Recently, using advanced
microfabrication techniques and developments in electronics,
single-cell dielectric spectroscopy has been demonstrated for
application in high throughput screening [10, 11].
Dielectrophoresis is the motion of particles due to the
interaction of a non-uniform applied electric field and the
moments induced in particles [5, 6, 12]. It can be used
for characterisation and also for manipulation and separation
[12–17]. Electrorotation [5, 6, 14,17–20] and travelling wave
dielectrophoresis [6, 15, 16] involve, respectively, the rotation
and motion induced by electric fields with directional or spatial
phase non-uniformity.
Each of these techniques relies on a fundamental
understanding of the polarisation mechanism of the particle
and the fluid medium in which it is suspended. When
an electric field is applied, the different materials polarise,
producing charge at all interfaces, particularly the interface
between the particle and the fluid. The net charge has opposite
sign on either side of the particle, leading first and foremost
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Figure 1. (a) Outline of the different test particles simulated in this paper with an indication of whether or not an analytical representation
exists. (b) The arrangement of the spherical surface with radius Rt around the arbitrary particle. (c) Representation of the first three linear
multipoles and the simple equation giving the size of the moment.
to a net-induced effective dipole moment. For a spherical
particle, the solution of the electric field around the particle
can be expressed in terms of Legendre polynomials [21–23],
demonstrating that the effect of the particle is indistinguishable
from a point dipole (and possible higher order moments).
This dipole moment depends on the frequency of the applied
electric field and the dielectric properties (permittivity and
conductivity) of the particle and the fluid [6]. Measurements
of impedance in spectroscopy, velocity in dielectrophoresis or
rotation rate in electrorotation are all made with the goal of
determining the dipole moment of the particle and from there
the properties of the particle.
As stated above, for a spherical particle in a uniform field,
there is a dipole moment and all higher order moments are
zero. The standard assumption in DEP or impedance spectro-
scopic measurement of particle suspensions assumes that the
particle is spherical and all higher order moments are zero.
Non-spherical particles can have significant higher order com-
ponents, and in some cases these moments strongly influence
the observable motions. The presence of higher order contri-
butions to the energy stored in the field would lead to errors
in estimating the dipole moment of the particle. This prob-
lem becomes important when the electric field is highly non-
uniform or at high volume fractions, as the field from higher
order moments decreases much more rapidly than the dipole.
The force and torque in non-uniform electric fields are
affected directly by these higher order moments for non-
spherical particles. The first two terms in the dielectrophoretic
(DEP) force FDEP and electrorotational torque ΓROT are [5]
FDEP = p1 · ∇Eo + 12 p2 · ∇∇Eo + · · ·
and
ΓROT = p1 × Eo + p2 × ∇∇Eo + · · · ,
where Eo is the applied electric field, p1 is the dipole moment,
p2 is the quadrupole, and so on. Knowledge of higher order
moments is therefore essential in calculation, a fact that has
led to the development of theories to handle arbitrary higher
order forces [24–26] and numerical methods for determining
the DEP force accurately for non-spherical particles [27].
This paper presents a straightforward method for
calculating the linear electrical moments of arbitrary shaped
particles. The method uses the analytical expressions for
the higher order potentials along with numerical solutions
of these potentials to calculate the values of individual
moments. It is applicable for any method of determining
the electrical potential and therefore for any shape or type
of particle. The accuracy of the method is demonstrated
for the range of particle shapes indicated schematically in
figure 1(a): spherical, ellipsoidal, truncated cylinders and an
approximation of an erythrocyte, the red blood cell (RBC).
We find that the dipole moment can be calculated rapidly and
accurately for any shape of particle and that moments up to 9th
order are easily obtainable.
2. Background and theory
Direct extraction of the dipole and higher order moments
from numerical solutions for the induced electrostatic potential
relies upon a properly weighted integral over a spherical
surface centred on the particle with a radius Rt equal to
several times the longest dimension of the particle, as shown
in figure 1(b). The method is completely general, but here we
restrict our attention to the case of cylindrically symmetrical
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Figure 2. Numerically simulated electrical potential induced in the particle with the background applied field subtracted for (a) sphere,
(b) ellipsoid, (c) cylinder and (d) erythrocyte. The simulations were pseudo-three-dimensional in cylindrical coordinates r and z neglecting
the angular rotation. Only the upper half of the simulation space is shown.
particles with the symmetry axis aligned with a uniform field
Eo. The geometry is then pseudo-three-dimensional and can
be solved in cylindrical polar coordinates (r, ϕ, z), ignoring
the ϕ component while solving the field solutions and then
incorporating it as a coefficient at the integration stage.
Figure 1(c) shows a schematic representation of the first
three linear multipoles: the dipole, the quadrupole and the
octupole. The electrical potential of the linear multipoles is
given by the general equation [21–23]:
φ = pn
4πεrn+1
Pn(cos θ), (1)
where ε is the permittivity and Pn(cos θ) are the Legendre
polynomials, the first three of which are
P1 = cos(θ), P2 = 12 (3[cos(θ)]2 − 1),
P3 = 12 (5[cos(θ)]3 − 3 cos(θ)), . . . ,
where θ here represents the angle in spherical polar coordinates
as indicated by figure 1(b). Because the multipoles are
orthogonal, we can extract each multipolar term from the
solution. For our system, comprising a single particle under
the applied electric field, the electrical potential in the system is
φtotal = φapplied + φparticle, (2)
where φimposed = −Eor cos θ is the potential due to the applied
electric field and φparticle is the potential due to the particle,
given by
φparticle =
∞∑
n=1
pn
4πεrn+1
Pn(cos θ). (3)
The orthogonality of the Legendre polynomials [23] can
be used to extract the multipoles from any arbitrary simulation
or calculation of the electric field in the system. The linear
multipoles are obtained from the equation
pn = 4πεRn+1t
2n + 1
2
π∫
0
φRtPn(cos θ) sin θdθ, (4)
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Figure 3. Results of the integration for the spherical particle as well
as the analytical value given by the Clausius–Mossotti factor. The
values for the first 9 multipole moments calculated numerically are
plotted as symbols against the ratio of particle permittivity to fluid
medium permittivity εp/εm. Only the dipole moment is non-zero and
matches well with the analytical values which are plotted as a line.
Figure 4. Results of the integration for the bisected sphere as well
as the analytical calculations for the 1st, 3rd, 5th and 7th order
moments. The values for the first 9 multipole moments calculated
numerically are plotted as symbols and the analytical values as lines
against the radius of integration.
where φRt is the electrical potential due to the particle on the
spherical surface given by r = Rt , which is determined from
the numerical solution, φFEM, by subtracting the potential from
the applied field:
φRt ≡ [φFEM − φapplied]r=Rt . (5)
For the finite element analysis, we use a commercial
software package: FlexPDE™ (PDE Solutions, Sunol, CA,
USA).
3. Results and discussion
Simulations were performed for a range of particle shapes, as
indicated schematically in figure 1(a). The problem is a simple
solution of Poisson’s equation for the electrical potential, φ,
with the free charge in the system set to zero:
∇ · (εrεo∇φ) = 0, (6)
where εo is the permittivity of free space and εr is the relative
permittivity of the different materials in the system. For
each particle type, the electrical potential was numerically
simulated for a range of particle permittivities relative to a fixed
fluid permittivity of 1000εo, to model the effect of changing
polarisabilities. The effective multipole moments were then
calculated by integration of equation (4) for a range of different
integration radii Rt .
3.1. Description of the test particles and electrical potential
simulations
The first test case, a simple homogeneous spherical particle
with radius a = 1, which has an analytical solution for the
electrical potential and the dipole moment, can be used for
direct comparison with our results. The electrical potential
due to the particle only, i.e. φFEM − φapplied, for the case of
a more polarisable particle (εr,particle  εr,fluid) is shown in
figure 2(a) for one-half of the particle.
The second test case is the bisected spherical void with
the upper surface having a potential φ = 1 and lower surface
φ = −1 and, in this case, no applied electric field. The
electrical potential outside the spherical void has a complete
spectrum of odd numbered moments:n = 1, 3, 5, . . . .This test
case allows us to establish the range of values of integration
radius Rt for the determination of each multipole moment.
The third test case is ellipsoidal particles, characterised
by three semimajor axes, a1, a2 and a3 [21]. Axi-symmetric
ellipsoids have the restriction that a2 = a3, and a1 is aligned
along the direction of the electric field, the z-axis in this paper.
The fractional relationship e = a2/a3 is referred to as the
eccentricity of the ellipsoid, with a sphere being the particular
case of e = 1. The cases e > 1 and e < 1 are, respectively,
prolate and oblate spheroids. In this paper, we simulated
ellipsoidal particles with eccentricities of 10 : 1, 5 : 1, 2 : 1,
1 : 2, 1 : 5 and 1 : 10, keeping the largest radius equal to 1 in
all cases. Figure 2(b) shows the solution for a more polarisable
ellipsoidal particle with eccentricity 5 : 1.
The fourth test case is cylinders of height equal to a1 and
radius equal to a2, so that the eccentricity factor e = a2/a3 can
be used to compare cylinders with ellipsoids. In the literature,
cylindrical particles are often modelled as ellipsoids. [28]. We
have simulated cylinders with eccentricities of 10 : 1, 5 : 1,
2 : 1, 1 : 2, 1 : 5 and 1 : 10, keeping the largest radius equal
to 1 in all cases. Figure 2(c) shows the solution for a more
polarisable cylindrical particle with eccentricity 5 : 1.
The final test case is a model for the erythrocyte, the RBC,
shown schematically in figure 1(a) with a cross-section. The
shape is that of a rounded disc with a dimple on either side.
The shape used in the simulation is an approximation to the
relative sizes of a RBC, normalised to having a radius of 1. An
oblate ellipsoid with the same eccentricity was simulated for
comparison.
3.2. Spherical particle
The dipole moment of a spherical particle is given by
[5, 6, 12, 13]
p1 = 4πa3εmεoRe[fCM]Eo, (7)
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Figure 5. Results of the integration for ellipsoidal particles of different aspect ratios (eccentricity) a1/a2. The values for the first 9 multipole
moments calculated numerically are plotted as symbols against the ratio of particle permittivity to fluid medium permittivity εp/εm.
where a is the radius of the particle, εm is the relative
permittivity of the suspending fluid, Re[. . . ] indicates the real
part of and fCM is the Clausius–Mossotti factor given by
fCM = ε˜p − ε˜m
ε˜p + 2ε˜m
, (8)
where the tilda indicates complex permittivity: ε˜ = εrεo−iσ/ω
where σ is the conductivity, ω = 2πf is the angular frequency
andf is the frequency. The Clausius–Mossotti factor describes
the frequency variation of the dipole moment and is bounded
by −0.5 and +1. For the purpose of testing the method, we are
going to ignore the complex part of the permittivity.
Figure 3 shows the values of the first nine multipoles
calculated from the integration of equation (4) around a
spherical surface with radius Rt = 2. The results are in good
agreement with the analytical solution for the dipole moment
with the Clausius–Mossotti factor given by the dashed line. To
within computational accuracy, the higher order moments are
zero.
3.3. Bisected sphere
The purpose of the bisected sphere simulation is to determine
the effective range of Rt over which the integration can be
performed accurately. With the radius of the sphere set to 1,
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the first three moments can be calculated to an accuracy of
9.6% out to a radius of 100. The symbols in figure 4 indicate
the values extracted from the FEM simulations while the solid
lines indicate the analytically calculated values. Owing to the
significantly more rapid decrease in the higher order moments
with radius and the fixed numerical error, the range of Rt
over which these higher order terms can be determined is
much smaller. In fact, the moments can be calculated at a
larger value of Rt analytically than numerically. The even
moments are all zero as expected from the odd symmetry of
the problem. The calculations indicate that the moments up
to order 9 can be calculated out to a value of Rt = 3. For
comparison, the numerical error in the simulation indicated by
the software had a maximum value of 0.007%. The numerical
error determined by comparing the solution of the field around
the sphere with the analytically calculated field was around
0.01%. In conclusion, if only the dipole and octupole are
required, the integration of equation (4) can be performed up
to Rt = 100. If higher order moments are required, then the
value of Rt must be as small as possible while still enclosing
the particle.
3.4. Ellipsoids
Figure 5 shows the calculated moments up to order 9 for six
ellipsoids with different eccentricities. There are several trends
that can be identified in the results. For e > 1, all moments
have the same sign, with the higher order moments becoming
more significant as the eccentricity increases. A similar trend
is indicated for e < 1, but with each successive odd moment
alternating in sign. If the eccentricity is bigger than 1, the
values for the moments are larger when the particle permittivity
is greater than the fluid permittivity for the opposite case. If
the eccentricity is much less than 1, the larger values are found
when the particle permittivity is less than the fluid.
An analytical representation for the dipole moment of
an ellipsoid can be found in the literature [21, 28], giving
an equivalent factor which includes elements of the particle
volume:
pELL = a1a2a33
εp − εm
εm + An(εp − εm) , (9)
where the depolarising factor An is
An = a1a2a32
∞∫
0
ds
(s + a2n)
√
(s + a21)(s + a
2
2)(s + a
2
3)
(10)
and s is a dummy integration variable. Figure 6, comparing
the numerically calculated dipole moment with the analytical
expression for the six different ellipsoids, demonstrates very
good agreement.
3.5. Cylinders
Figure 7 shows the calculated moment values for a cylinder
with equal height and diameter demonstrating that the higher
order moments are non-zero and the dipole is different than
from that of a sphere. Figure 8 shows the calculated moments
for the six different cylindrical particles, showing similar
behaviour to that of ellipsoids. The main difference is that
Figure 6. Calculated dipole moments for ellipsoidal particles for the
six different particle eccentricities plotted as symbols against the
ratio of particle permittivity to fluid medium permittivity εp/εm.
Also plotted are the analytical values obtained from equation (9) as
lines demonstrating perfect agreement.
Figure 7. Results of the integration for cylindrical particles with an
aspect ratio of 1 : 1, with the first 9 multipole moments plotted as
symbols against the ratio of particle permittivity to fluid medium
permittivity εp/εm.
the value of eccentricity for which the moments change from
having the same sign to alternating is larger than 2 : 1 rather
than being 1 : 1 as for ellipsoids. Again for values of the
eccentricity much larger or much smaller than 1, the higher
order moments are comparable in size to the dipole.
In the literature, an ellipsoidal approximation is
sometimes made for cylindrical particles. Figure 9 shows
a comparison of the dipole moments for the six different
eccentricities of cylinders shown by the symbols and the data
for the ellipsoids with matching values of radii and eccentricity
shown by the solid lines. As can be clearly seen, using an
ellipsoid with the same axial radii as a given cylindrical particle
is a poor approximation with the discrepancy up to 50% and a
different variation with the ratio of permittivities.
3.6. Erythrocyte
Figure 10 shows the calculated odd moments for the
erythrocyte shape indicated by the symbols and same moments
for a matching sized oblate ellipsoid. The agreement is
reasonable for each of the moments and could potentially be
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Figure 8. Results of the integration for cylindrical particles of different aspect ratios (eccentricity) a1/a2. The values for the first 9 multipole
moments calculated numerically are plotted as symbols against the ratio of particle permittivity to fluid medium permittivity εp/εm.
improved by matching the volumes of the two particles rather
than the dimensions.
4. Conclusion
A method has been presented for determining the dipole and
other higher order moments for any cylindrically symmetric
particle. This method has been tested on particle shapes
having analytical representations, including prolate and oblate
spheroids, truncated cylinders and an indented oblate spheroid.
The moment calculations for prolate and oblate spheroids
give results that are in very close agreement with theoretical
values obtained directly from analytical solutions. Results for
truncated cylinders, which are of possible interest in modelling
proteins and self-assembled microstructures, are in poor
agreement with similarly chosen spheroidal shapes, suggesting
that using the latter to represent the former is not accurate. On
the other hand, the indented oblate spheroid seems to provide
fairly good agreement with a regular oblate spheroid.
The next task in this work is to extend the moment
extraction technique to the general multipoles (spherical
harmonics), which can influence forces and torques exerted
on cells in planar quadrupolar traps and multilayer structures,
when particle size becomes comparable to the dimensions
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Figure 9. Comparison of the dipole moments for ellipsoidal
particles (lines) and cylindrical particle (symbols). The values of the
axial radii for the two different particle shapes matched in each case.
The values for the different particles do not agree.
Figure 10. Comparison of the first 5 odd moments for the RBC
(symbols) and a matching sized oblate ellipsoidal particle (lines),
demonstrating reasonable agreement. The values are plotted as
symbols against the ratio of particle permittivity to fluid medium
permittivity εp/εm.
of the electrode structure. It has been established that the
quadrupolar moment can have a significant influence on the
net DEP force [29], and further development of our multipole
extraction method may lead to simplified force and torque
predictions in microelectrode structures.
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